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NATIONAL FOREWORD 

This Indian Standard (Part 3) which is identical with ISO 10101-3 : 1993 'Natural gas — Determination 
of water by the Karl Fischer method — Part 3: Coulometric procedure' issued by the international 
Organization for Standardization (ISO) was adopted by the Bureau of Indian Standards on the 
recommendation of the Petroleum Lubricants and Their Related Products Sectional Committee and 
approval of the Petroleum, Coal and Related Products Division Council. 

The text of ISO Standard has been approved as suitable for publication as an Indian Standard without 
deviations. Certain conventions are, however, not identical to those used in Indian Standards. 
Attention is particularly drawn to the following: 

a) Wherever the words 'International Standard' appear referring to this standard, they should 
be read as 'Indian Standard'. 

b) Comma (,) has been used as a decimal marker, while in Indian Standards, the current 
practice is to use a point (.) as the decimal marker. 

In this adopted standard, reference appears to the following International Standard for which Indian 
Standard also exists. The corresponding Indian Standard which is to be substituted in its place is 
listed below along with its degree of equivalence for the edition indicated: 

International Standard Corresponding Indian Standard Degree of 

Equivalence 

ISO 10101-1 : 1993 Natural gas — IS 15641 (Part 1) : 2006 Natural gas — Identical 
Determination of water by the Karl Determination of water by Karl Fischer 
Fischer method — Part 1 : Introduction method: Part 1 Introduction 



The technical committee responsible for the preparation of this standard has reviewed the provisions 
of the following Internationa! Standard and has decided that it is acceptable for use in conjunction with 
this standard: 

International Standard Title 

ISO 5725: 1986 Precision of test methods — Determination of repeatability and 

reproducibility for a standard test method by inter-laboratory test 

For the purpose of deciding whether a particular requirement of this standard is complied with, the 
final value, observed or calculated, expressing the result of a test or analysis, shall be rounded off in 
accordance with IS 2 : 1960 'Rules for rounding off numerical values (revised)'. The number of 
significant places retained in the rounded off value should be same as that of the specified value in 
this standard. 
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Indian Standard 

NATURAL GAS — DETERMINATION OF WATER BY 

KARL FISCHER METHOD 

PART 3 COULOMETRIC PROCEDURE 



WARNING — Local safety regulations must be taken into account, when the equipment is located 
in hazardous areas. Due to the toxicity and odour of pyridine, the user should ensure that there is 
adequate ventilation. 



1 Scope 

This part of ISO 10101 specifies a coulometric pro- 
cedure for the direct determination of water content 
by the Karl Fischer method. The method applies to 
natural gas and other gases which do not react with 
Karl Fischer reagents. 

It applies to water concentrations between 5 mg/m"^ 
and 5 000 mg/m^. Volumes are expressed a tem- 
perature of 273,15 K (0 °C) and a pressure of 

101,325 kPa (1 atm). 



2 Normative references 

The following standards contain provisions which, 
through reference in this text, constitute provisions 
of this part of ISO 10101. At the time of publication, 
the editions indicated were valid. All standards are 
subject to revision, and parties to agreements based 
on this part of ISO 10101 are encouraged to investi- 
gate the possibility of applying the most recent edi- 
tions of the standards indicated below. Members of 
I EC and ISO maintain registers of currently valid 
International Standards. 

ISO 5725:1986, Precision of test metfiods — Deter- 
mination of repeatability and reproducibility for a 
standard test nnethod by inter-laboratory tests. 



ISO 10101-1:1993, Natural gas — Determination of 
water by the Karl Fischer method — Part 1: Intro- 
duction. 

3 Principle 

A measured volume of gas is passed through the 
titration cell, where the water is absorbed by the 
anodic solutipn. The iodine required for the determi- 
nation of water by the Karl Fischer reaction is gener- 
ated coulometrically from iodide. The quantity of 
electricity is directly proportional to the mass of iodine 
generated and hence to the mass of water deter- 
mined. 

The principle and chemical reactions of the Karl 
Fischer method are given in ISO 10101-1:1993, 
clauses 3 and 4; interferences are also described in 
clause 4 of ISO 10101-1. 



4 Reagents 

4.1 Reagents specially 
coulometric determination. 



formulated 



for 



NOTE 1 A typical composition of the anodic solution is 
as follows: 34 % {m/m) trichloromethane, 3 % im/m) 
tetrachloromethane, 22 % (m/m) nnethanol, the remainder 
being sulfur dioxide and pyridine. 

Other reagents may be used, for the coulometric determi- 
nation by the Karl Fischer method, if they have shown to 
be satisfactory. 
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4.2 Reference solution, e.g. water and methanol 
fixture, with a water content of 5,0 mg/l ± 4 % or 
'0,0 mg/l ± 4 %. Keep this solution in a flask sealed 
■ vth a septum. 

4.3 Phosphorus pentoxide, with indicator. 



5 Apparatus 

A diagram of the titration cell is shown in figure 1 and 
a diagram of the complete apparatus is shown in fig- 
ure 2. Figures 3 and 4 illustrate the gas inlet with 
3-way valve and the drying tube in the gas outlet line, 
respectively. 

Ail parts which come into contact with gas shall con- 
sist of glass and stainless steel. Flexible connections 
';hall be polychloroprene or fluoroeiastomers. The 
rotor of the gas inlet tap shall be of polytetra- 

^iuoroethylene. 



6 Sampling 

See ISO 10101-1:1993, clause 5. 

7 Procedure 

7.1 Installation 

Follow the manufacturers' ir^structions for the addition 
of reagents to the cells, for switching on and for the 
determination of any initial water. 

7.2 Testing the response 

Flush a 10 III syringe twice with reference solution 
(4.2) and introduce a measured amount (about 10 til) 
into the anodic cell with the tip of the needle below 
the surface of the liquid. Switch on the stirrer and 
start the determination. 

The results, expressed in micrograms, should agree 
with the mass of water introduced with the reference 
solution to within the expected repeatability. If suf- 
ficiently good agreement does not exist, look for a 
technical defect in the apparatus and resolve it before 
use. 

7.3 Measurement 

Switch on the magnetic stirrer. Purge the sample line 
to atmosphere through the 3-way valve. Adjust the 
3-way valve to direct gases into the titration vessel 
and adjust the gas flow to between 30 l/h and 40 l/h. 
Measure the flow at the exit from the cell with a wet 
gas meter. The gas volume to be used depends upon 
the anticipated concentration of water. When this 
volume has passed through the cell, return the 3-way 
valve to the former position. 



NOTE 2 The optimum flowrate depends on the geometry 
of the equipment. A check that all the water is being ab- 
sorbed should be carried out by passing the same volume 
of gas at different flowrates and ensuring that equal results 
are obtained. 

For low water concentrations, it may be preferable to delay 
the determination until the required volume has been 
passed The delayed determination procedure can only be 
applied if it is available as a programmable feature on the 
coutometer, which then continues to compensate for 'the 
background over the time entered into the memory, if this 
procedure is used, the operator should be satisfied that 
automatic compensation for zero drift is still correctly ap- 
plied. The drift should be constant during the whole time 
of the determination. 



7.4 Blank determination 



In the case of water concentrations (less than 
100 mg/m ), perform a blank determination to correct 
for losses of iodine by evaporation during passage of 
the gas sample. To this end, install an absorber 
packed with phosphorus pentaxide (4.3) as close as 
possible to the inlet of the titration ceil. Pass through 
an amount of dry gas, under the same conditions as 
those applied for the actual sample (flow, time, 
pressure and temperature). Repeat blank determi- 
nations until a constant level is achieved. 

NOTE 3 The water vapour concentration at equilibrium 
with phosphorus pentoxide amounts to 0,2 mg/m'^. Under 
ambient conditions, iodine losses by evaporation will 



equivalent 
4 mg/m"'. 



to water concentrations of 1 mg/m 



be 
to 



The contents of the absorber should be replaced 
when the coloured zone occupies more than 50 % of 
the absorber length. 



8 Expression of results 

8.1 Method of calculation 

Calculate the water content ^iCHjO), expressed in 
milligranris per cubic meter at 273,15 K (0 °C) and 
101,325 kPa (1 atm), of the gas using the equation 



^(HzO) = 



(mi -/Mo)(273,15h-9a) x 101,325 
^a(Pa - Pw) ^ 273, 1 5 



where 



is the mass, in micrograms, of water ob- 
tained during the blank determination; 

is the mass, en micrograms, of water ob- 
tained during the sample determination; 

is the temperature, in degrees Celsius, of 
the gas in the wet-test gas meter; 

is the volume, in litres, of gas passed 
through the cell; 
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Pf^ is the absolute pressure, in kiiopascals, of 
the gas in the wet-test gas nneter; 

Pvv is the vapour pressure, in kiiopascals, of 
water at temperature dp^. 

If necessary, the water content can be corrected for 
interferences due to sulfur coumpounds as described 
in ISO 10101-1:1993, clause 4. Express the water 
content as ^(HjO), in milligranns per cubic nnetre, 
choosing the number of significant figures according 
to the value of the repeatability. 

8.2 Precision 

8.2.1 Repeatability, r 

If one operator determines two different results under 
repeatable conditions, both" results shall be con- 
sidered as acceptable and in accordance with this part 
of (SO 10101, provided that they do not differ by 
more than the numerical value of r shown graphically 
in figures, determined according to ISO 5725. 

8.2.2 Reproducibility, R 

If different laboratories determine results under com- 
parable conditions, both results shall be considered 



as acceptable and in accordance with this part of 
ISO 10101, provided that they do not differ by more 
than the numerical value of R shown graphically in 
figure 5, determined according to ISO "5725. 



9 Test report 

The test report shall contain at least the following in- 
formation: 

a) a reference to this part of ISO 10101; 

b) the date and time of sampling or measurement; 

c) the place of sampling or measurement; 

d) whether the analysis was performed on-site, or on 
a sample returned to the laboratory; 

e) the temperature and pressure of the gas stream 
at the time of sampling or analysis; 

f) the concentration of, and correction for, any inter- 
fering substances in the gas; 

g) any deviation from the procedure specified. 
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Figure 1 — Titration cell 
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Controlling box 




Gqs outlet- 



Figure 2 — Karl Fischer apparatus for coulometric determination — Typical assembly 




3- way valve (e.g. ground 
tcpes plug point) 



Normal glass with small holes 



Fritted glass or small 
holes are recommended 



Figure 3 —- Gas inlet with 3-way valve 
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Conical ground joints 



Figure 4 — Drying tube in the gas outlet line 
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Figure 5 — Repeatability r and reproducibility R 
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